

A SIMPLE STANDARD-SIGNAL GENERATOR 
FOR F-M BROADCAST USE 


Figure 1. Panel view of the Type 1022-A P-M Standard-Signal Generotor. 


• TO SUPPLEMENT the Type 
f<eiK*ral-purp()«(* a-in standard-signal gen¬ 
erator announec'd in tlie September, 
ExfH’rimenterf an f-m standard-signal gener¬ 
ator, s|)ec*ifieally intended for measun*inents 
on f-m broadcast re<*eivers, is now available. 

The Type I()22-A F-M Standard-Signal 
Ckmerator has betm designer! to provide 
first-class perfornnince at a moderate pritre. 
Every effort lias bwn made to use simple, 
direct metluKis in the design, and only 
those features nec(*ssary for measurements 
of f-m broadcast receivers have l)een includetl. 
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The inslniment comprises an oscilla¬ 
tor, covering the frequency ranges of 
Me and 10.7 Me d:10%, and a 
reaetanee-tube nmdulalor, providing de¬ 
viations up to dr2(M) kc. The output 
voltage is obtained through a mutuul- 
iiiductanee-type attenuator and can be 
adjusted over a range from 0.1 pv to 
I volt on the 88-108 Me range, and from 
0.1 #jV to 0.25 v on the 10.7-Mc range, 
riie output impedance is 50 olims resis¬ 
tive, constant over the tuning range. 

The Type 1000-1*5 Transformer de- 
s<*ribed in an accompanying article can 
be plugged into the Type 874-P Output 
.Jack to convert the 50-ohm unbalanceil 
output system to 300 ohms balance<l. 

GENERAL FEATURES 

'The direct use of the r-f oscillator 
eliminates difficulties with spurious 
l>eat8, or “birdies/' that cause trouble 
in l>eat-type 8>^tems. The restricted 
tuning range opens up the tuning scale 
an<i facilitates precise frequency set¬ 
tings. For easy interpolation on the 
88-108 Me band, an auxiliary scale on 
t he main tuning dial is nuirked in 200-kc 
intervals. On the 10.7 Me range, this 
same scale provides intervals of approxi¬ 
mately 20 kc. 

The modulation system is flat from 
20'- to 15 kc, and the instrument can 
therefore Ik* modulated, from an ex¬ 
ternal source, with any frequency that 
is of interest in designing f-m receivers. 
Fi.xeil internal modulating frequencit*s 
of ()0^ (line frequency) and 400' are 



provided. When these are used, the mixl- 
ulation voltage apireai's at the external 
mcxlulation binding posts to drive the 
horizontal i)lates of a cathode-ray 
oscillograph for sweci>generator applica¬ 
tions. Deviation is indicated directly on 
a panel meter whose quasi-logarithniic 
scale spreads the readings at small de¬ 
flections, so that good accuracy is ob- 
tainenJ in rea<ling .small deviations as 
well as large. 

Shielding is excellent. .\11 the r-f cir¬ 
cuits are contained within one casting, 
which is cIoscmI with a tight-fitting cover. 
All leads entering the casting are care¬ 
fully filtered, and the amount of leak¬ 
age from the assembly is so .small that 
the extra attenuation provided by the 
tuinel and aluminum cabinet reduces the 
extenial leakage below the noise level. 
The testing specification on leakage, in 
fact, calls for no measurable signal to be 
detected on a high-sensitivity f-m re¬ 
ceiver. 

No provision for amplitude nuKiula- 
tion is incorporatetl in the Type l022-.\ 
itself. The Type 1023-A .Vmplitude 
Modulator, described in the accompany¬ 
ing article, was therefore designed to be 
used in conjunction with the signal 
generator for a-m tests. 

Several of the circuits and design 
features, which contribute to the good 
performance and simplicity of the 
instrument, are unconventional and 
worthy of mention. 

R-F OSCILLATOR 

dTie oscillator circuit, shown in Figure 
2, is ba.sed on the series-tuned circuit 
described by Clapp.* It was chosen both 

*J. K. Clapp, “An Incluctaoc<^-Cap«citanre Oscillator iif 
t 'uuMual Fr^uenry Stability,*’ Froce»dtng» V IKK, 
Murrh, 1948 


Figure 2. Elementary schematic diagram of the os- 
ciliator and reactance-tube circuit). 



lET LABS, INC in the Gen Rad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL; (516) 334-5959 • (800 ) 899-8438 • fax: (516) 334-5988 



















3 


NOVEMBER, 1949 


because it is inherently a stable circuit 
and because it gives a minimum change 
of deviation with the oscillator fre¬ 
quency. 

'Fwo tuning inductors, for the two 
frequency ranges provided, are mounte<l 
on a turret switch. For the particular 
f requency range selected, t he appropriate 
inductor is moved to a position in which 
connecticuis to the oscillator circuit are 
made and pro|>er magnetic coupling to 
the mutual-inductance-type attenuator 
is establislMHi. The tuning capacitor has 
two sei'tions, one connected in scries 
with the inductor, between plate and 
grid, for tuning, anti another coniMTted 
from grid to ground to maintain proper 
feedback to provide constant output 
t)ver the toning range. The fixtHl capaci¬ 
tance belwt*en plate and ground, that 
completes the oscillator circuit, is pro- 
videti by the capacitance component of 
the reactance-tube-modulator admit¬ 
tance and the plate-to-groimd capaci¬ 
tance of the oscillator triode. 

The circuit shown yields a deviation 
that ideally would vary inversely as 
the carrier frequency. This is not a very 
rapid variation, and could he com- 
pensateil readily by a conventional 
ganged volume control in the modula¬ 
tion circuit. The departures from ideal 
l>ehavior, however, have been put to 
good use in eliminating even this me¬ 
chanical complication. It was found that 
the type of tube u.sed for the reactance 
modulator tended to resonate in the 
88-108 Me range, with a consequent in¬ 
crease in effective input capacitance with 


frequency. Over this relatively narrow 
frequency range it was therefore found 
{M)ssible to maintain substantially con¬ 
stant deviation, without ganged con¬ 
trols, by proper choice of components, 
lead lengths, and mechanical layout. 

Over the 10.7 Me band the deviation 
varies inversely as the carrier frequency 
but this variation is of less importance 
because the 10.7-Mc RM.\ standard 
intermediate frequency is in such wide 
use. The resistive element of the react¬ 
ance-tube phase-splitting circuit is auto¬ 
matically switched with the tuning in¬ 
ductors to prcHluce the same deviation 
at 10.7 as that maintained over the 
88-108 Me liand. 

OUTPUT SYSTEM 

The mutual-inductance-type attenu¬ 
ator is magnetically coupled to the 
selected oscillator coil. A monitoring 
loop, placed direidly across the attenu¬ 
ator mouth, samples the magnetic field 
at that point, and the induced voltage, 
rectified by a diofle voltmeter circuit, 
actuates the panel meter. A mode sup¬ 
pressor, also located at this point, 
rejects unwanted components of the 
magnetic field and supports, in its vicin¬ 
ity, only the TK 1-1 mode that attenu¬ 
ates down a waveguide of circular cross 
section at the rate of 32 db/diameter. 

The field that e.\<*ites the monitoring 
loop is therefore of the same character 
as that which excites the attenuator 
pickup loop, and a true measure of out¬ 
put voltage, under all conditions, is 
given by the meter reading and the posi- 


Rgure 3. Cutaway vi«w of the attenuator and terminotion. 
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tion of tlif attenuator plunger. The 
plunger slides within the attenuator 
tube and incorporates a well, in which a 
50-ohm terminating resistor is mounted. 
This resistor is connected to an output 
cable of 50 ohms characteristic imped¬ 
ance by the pickup loop, which is care¬ 
fully proportioned to act as a 7r-type 
artificial-line section of the same char¬ 
acteristic impedance. 

A completely smooth termination 
system ideally re.sults from this combi¬ 
nation and, since the s)rstem was origi¬ 
nally designed for operation at fre¬ 
quencies up to 500 Me, the departure 
from perfection at lower frequencies 
is principally the di2% tolerance of the 
terminating resistor itself. 

For standardizing the attenuator dial 
in terms of tlie meter reading, use is 


made of the adjustable index and auxili¬ 
ary scale illustrated in Figure 1. When 
the adjustable index is set on this scale 
to agree with the meter reading, the dial 
index moves with it to assume the 
proper position for the indicated level 
of magnetic field at the attenuator 
mouth, and the dial then reads directly 
in open-circuit output voltage. The 
quasi-logarithmic meter scale indicates 
both the 0.25 volt level at 10.7 Me and 
the 1-volt level over the 88-108 Me band 
well upscale to make possible precise 
settings on both frequency bands. 
Changes of output over each band are 
quite small and minor readjustment of 
the index as the frequency is varied is 
generally found necessary only when 
measurements of the highest accuracy 

are required. n o 

^ —I). B. Sinclair 


SPECIFICATIONS 


Carrier Frequency Range: 10-11.5 megacycles and 
Sf^lOS rncgMcycles in two ranges. 

Frequency Colibrafion; The di:U is adjusted to 
better than zb 0.25% at all points. 

Frequency Stability: / Ti^tatUoneoUS Stabilily (F-M 
Noise Level I —more than 50 db below 75 kc 
deviation. Slow Drift — less than 0.005% after 
first 20 minutes of operation. 

Open-Circuit Output Voltage: SS to 108 Mo range 
-- less than 0.1 microvolt to more than 1 volt; 
10.7 Me — less than 0.1 microvolt to approxi¬ 
mately 0.25 volt. 

Output Impedance: 50 ohms nominal; actual 
(50 -f jO) dr (3 -b i2). 

Maximum Output Voltmeter Error: dbl0% when 
zero is correctly set. 

Maximum Attenuator Error: d:2% at minimum 
attenuation, increasing linearly to d:5% at 
maximum attenuation. 

Leakage: Cannot be detected on high-.sensitivity, 
commercial f-m receivers. 

Frequency Modulation: 0-200 kc devi:ition. 

Internal Modulation Frequencies: Line frequency 
and 400 cycles. 

External Modulation: 20 C tO 15 kc; approximate¬ 
ly 7 volts at 0.5 megohm are required. 
Distortion: At 4lX)-cycle modul.ation, le.ss than 
3% at 75 kc deviation; leas than 10% at 200 kc 
deviation. 


Incidental Amplitude Modulation: Leas than 5%. 
Accuracy of Indication: 

Variation of Deviation Carrier Frequency: 
88- to 108-megacycle range, ±:5%; 10.7-mega- 
cycle range, approximately inversely projwr- 
tional to carrier frequency. 

Variation with Modulaiion Frequency: zb2% 
20 c to 2 kc; zb 10%, 2 kc to 15 kc. 

Meter Error: dt2 kc, maximum. 

Power Supply: 110-130 or 220-260 volts, 50-00 
cycles. 

Power Input: A;)proximately 50 watts. 

Tubes: 

1—0C4 1-6AG7 I—fiSL7 1- OAI^ 

1—2050 1—6AQ0 1—6H0 1—901 

Accessories Supplied: 

1—874-R20 50-12 Ouqtut Cable 
1 —Power Cord 
1—874-C Cable Connector 
Other Accessories Available: Typk 1000-P.5 Trans¬ 
former (50 12 unbalanced to 300 12 balancedi. 
Type 1(X)0-P1 Termination Unit (50 121. 
Terminals: Output and external modulation ter¬ 
minals are Type 874 Cinixial Connectors. 
Mounting Dimensions: (Height) 13 ^k X (wi<ith) 
20% X (depth) lO-^'s inche.s, overall. 

Net Weight: 35 pounds. 


Ty ftc Fode Word l^rice 

1022-A I F-M Stondord Signal Generator* .| .\B1DE $625.00 

V . S pMrm N.. 2.125,81 n 



lET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800 ) 899-8438 • fax: (516) 334-5988 




5 


NOVEMBER, 1949 


A VERSATILE AMPLITUDE MODULATOR FOR 
V-H-F STANDARD-SIGNAL GENERATORS 


Although designcMd particularly for use 
with the Type 1022-A F-M Standard- 
Signal Generator, the Type 1023-A 
Amplitude Modulator may be used gen¬ 
erally with standard-signal generators 
at frequencies between 5 Me and 220 
Me, to produce an amplitude-modulated 
signal with no significant incidental fm. 

GENERAL CHARACTERISTICS 

The amplitude modulator consists 
simply of a grid-modulated aperiodic 
amplifier that is connected between the 
output of the standard-signal generator 
and the device under test. It is designed 
specifically to work out of a 50-ohm 
source impedance and to have a gain of 
0.1, substantially flat from 10 Me to 
150 Me and reasonably flat from 5 Me 
to 220 Me. 

Modulation up to 80% is provided, 
either internally at the power-line fre¬ 
quency or from an external source from 
20 to 15,0(X) cycles. Envelope distortion 
is less than 5% at 80% modulation. The 
gain and modulation percentage are sul> 
stantially independent of r-f input volt¬ 
age from 1 microvolt to 1.5 volts; at 
higher input voltages the gain decreases 
and envelope distortion increases. 

The output impedance, nominally 50 
ohms resistive, is (50 -f jO) it (5 -f j4) 
from 10 Me to 150 Me, and the resultant 
voltage standing-wave ratio is less than 
1.15. At higher frequencies the VSWR 
increases, reaching a value of about 2.0 
at 220 Me. 

INCIDENTAL FM 

Direct incidental fm caused by “pull- 
ing’’ of the oscillator frequency is almost 
absent because the modulation is ac¬ 
complished on the output side of the 


standard-signal-generator attenuator.On 
direct comparison, a standard-signal 
generator, even one having a modulated 
amplifier following the oscillator, when 
modulated with the Type 1023-A Am¬ 
plitude Modulator shows spectacularly 
better performance than when it is mod¬ 
ulated with its own internal modulation 
system. 

For the most refined measurements, 
however, it should be pointed out that 
a further source of equivalent fra arises 
from the phase modulation produced by 
changes in the input impedance of the 
tube over the modulation cycle. When 
the Type 1023-A Amplitude Modulator 
is operated from a 50-ohm source at 
100 Me, this equivalent fm only amounts 
to 10 cycles for 80% modulation at a 
f50-cycle modulating frequency. How¬ 
ever, fm arising from phase modulation 
increases linearly with the modulating 


Figure 1. Panel view of the Type 1023-A Amplitude 
Modulator. 
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fr(M|ueiicy, and this equivalent fin will 
increase to 2.>(M) cycles when th<' modu¬ 
lating frequency is raised to l5,fKK) 
rycles. 

I-F BAND 

A feature «)f the instrument, particu¬ 
larly important when it is used with the 
Type 1022-A F-M Standard-Signal Gen¬ 
erator, is a second operating range that 
can be selected by a switch. This second 
range provides a gain of 10 at the 10.7 
Me, RMA standard fm-receiver inter¬ 
mediate frequency, \vith a band-width 
to the half-power points of ±0.6 Me. On 
t his range the gain and modulation per¬ 
centage are substantially independent 
of input voltage at levels up to 0.1 volt. 
Output voltages up to 3 volts, however, 
can be obtained without serious increa.se 
in envelope distortion if some change in 
gain can be tolerated. The output im¬ 
pedance is (50 - j2) ± (2.5 ± jl) at 
10.7 Me (a V’SWH less than 1.15), and 
varies over the entire band within 
(50 - j4) ± (5 ± jl5) to produce a 
\'S\VH of less than 1.4. 

GAIN STANDARDIZATION 

Since the grid-modulation process in¬ 
volves var>dng the effective trans-con¬ 
ductance of the amplifier tube with 
infMiulating voltage, it is not feasible to 
stabilize the amplifier by means of nega¬ 
tive feedback. .\s a consequence, some 
change in gain may l>e ex|)ected over 
periwls of extended operation. A gain 
control, mounted on the panel, provides 
adjustment over a sufficient range to 
compensate for these changes and to 
correct for changes in gain as a result of 
changes in frequency or of switching 
ranges. Wlien the instrument is used witli 
a standard-signal generator having a 50- 
ohm output impedance, the gain can be 
quickly and accurately standardizerl by. 


first, conne<’ting the re(;eiver under test 
to the standard-signal-gcnerat or output 
directly and setting to a reference volt¬ 
age; then, second, reconnecting the re¬ 
ceiver to the output of the Type 1023-.\ 
.Amplitude Modulator, resetting the 
slandard-signal-gcnerator attenuator to 
a reading 10:1 greater or 10:1 less than 
the original reailing (for the 10-150 Me 
or 10.7 Me range, respectively) and 
adjusting the gain until the same 
ceiver output is obtained. 

EXAMPLES OF USE 

A simple method of checking rati<>- 
detector performance, for instance, is to 
use the combination of a Type 1022-A 
F-M Standard-Signal Generator, modu¬ 
lated at 400 cycles, and a Type 1023-A 
.Vmplitude Modulator, modulated at 60 
cycles. With the 400-cycle modulation 
voltage used as horizontal deflection, 
and the output of the ratio detector used ^ 
as vertical deflection on a cathode-ray 
oscilloscope, the discriminator charac¬ 
teristic will be displayed on the osc.ilh>- 
scope screen. For small amplitude-modu¬ 
lation percentages, no departure from 
the conventional pattern will be notice¬ 
able, Vmt. as the amplitude modulation 
is increasetl, multiple patterns will begin 
to appear. These multiple patterns will 
pass through a common central point, 
since no significant incidental fra is in- 
trcxiuced by the Type 1023-A Amplitude 
Modulator, and the fanning out at the 
ends will give a measure of the a-in 
response of the detector at the modula¬ 
tion percentage indicated by the panel 
meter. Figure 2 is a typical pattern. 

For simple tests of performance of 
limiters or ratio detectors, the instru¬ 
ment gives almost ideal performance 
when used as described. It should be ^ 
emphasized, however, that the generator 
is entirely satisfactory for even more 
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refined tests where separation of f-m 
and a-m response is obtained by the use 
of sharply tuned filters, because the 
eipiivalent fra introduced by 80% modu¬ 
lation at KKK) cycles is only about 150 
cycles, or 54 db below =b75 kc deviation. 

Owing to its very low incidental fra, 
the 'rvi*E 1023-A Amplitude Modulator 
is also useful with the Type 1001-A and 
the Type 805-C Standard-Signal (jen- 
era tors. Incidental fra in these instru¬ 
ments, as in most a-m signal generators, 
is characteristically a function of the 
carrier fref|uency as well as of percent¬ 
age modulation, amounting to as mucli 
as 20 kc at .50 Me and 80% to 100% 



N 

Figure 2. Typical re¬ 

: X 

sponse of a rotio 

_ 

detector to combined 


fm and am. 





modulation, which is greater than the 
bandwidth of ordinary communication 
channels. When the Type 1023-A .Ampli¬ 
tude Modulator is used, however, the 
improvement is of the order of 1(X)0:I, 
and incidental fm is practically elimi¬ 
nated as a source of error in receiver 
measurements. 

— I). B. SiNCL.Ain 


SPECIFICATIONS 


Pass Barui* 

Input Voltage 
Ranae* 

{From SO-onm source) 

Output Impedance 
Nominal yJSIT/? 

Output Volte 

Gain 

10 to 150 Me 

0-1.5 V at 50 ohms 

50 ohms 

1.15 1 

1/10 Input V ] 

“o.l 

10.1 to 11.3 Mo 

(M). 1 V at 50 ohms 

50 ohm.s 

1.4 1 

(1.13 at 10.7 Me) 1 

10 Input V 1 

10 


*ln«tniuieot cun be lued over the rmn«e o( 5 to 'i’iO Me, but s-'tin vary somewbat with frequency, and output iiu- 
(•edan.w will nut «tny within above limita. Input vuilacco can be increna^ beyond above ^ure* at aome incroaae in 
mveloiM* diatortion and decrease in gain 


Amplitude Modulation: 0 to above 80% OOUtlQU- 
oiLsly adjuMtable, accurate to (5% of meter read¬ 
ing -f 1 % modulation). 

Internal Modulation: At power Une frequency. 

External Modulation: Flat tvilhin 1 db from 
20 c to 15 kc; approx. 5 voiU into 10,000 ohma 
will produce 80% modulation. 

Envelope Dliiortion: Less than 5% at 80% modu¬ 
lation. Decretisea with the niodulntioii per¬ 
centage. 

Frequency Modulation: Direct incidental fm from 
reaction on a low-impedance standard-signal 
generator w negligible. Equivalent fm fn)m 
variable phase shift is of the order of 10 cydes 
for 80% modulation at 60 cycles and is ptx>por- 
lional to modulating frequency and nualulation 
percentage. 


Corrier Noise Level: Better than 45 db below 80''o 
modulation. 

Leakage: At least 45 db below output signal on 
10 to 150 Me range; at least 60 db on 10.7 Me 
range. 

Terminals: Input Olid output terminals are TvPE 
874 Coaxial Connectors. 

Power Supply: 105 to 125 (or 210 to 250) volts; 
50 to 60 cycles. Demand is 15 watts. 

Tubes: One 6AC7 and one 6X5GT; both are 
supplied. 

Accessories Supplied: One Type 874-R20 Patch 
Cord. 

Other Accessories Availoble: Type 1000- P.5 
Transformer (50 ohms unbalanced to 300 ohms 
balanced; Type lOOO-Pl Termination Unit, 50 
ohm.s; Type 874-QI AdapUir (for TypeJN Con- 
iie(^iors). 


Figure 3. Bementary 
schematic diagram of 
the Amplitude Modu¬ 
lator. 
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Mounting: Aluminum panel with black crackle Dimontiont: (Height) 14^^ x (width) 9^ x 
finish; aluminum cabinet with black wrinkle (depth) 8K inches overall, 
finish. Net Weight: 14^ pounds. 


Type 


Code Word Price 


1023>A 


Amplitude Modulator 


EXULT I $250.00 


A TRANSFORMER FOR 300-OHM BALANCED OUTPUT 
FROM STANDARD-SIGNAL GENERATORS 



The Type 1000-P5 V-H-F Transformer 
is designed to plug into a standard- 
signal generator having a 50-ohm un¬ 
balanced output and produce an equal 
balanced open-circuit voltage behind a 
300-ohm balanced impedance for r-f 
measurements of fm and tv receivers. 

The transformer is mounted in a cylin¬ 
drical container terminated at one end 



Me 


Frequency charocteristic of the Type 1000-P5 V-H-F 
Transformer. Shaded areas show tolerances. 

in a Type 874 Coaxial Connector and 
at the other in a socket designed to 
receive the Alden Type HA9021^ Con¬ 
nector for standard 300-ohm open paral¬ 
lel-wire line. 


SPECIFICATIONS 


Frequency Range: 50 Mc to 250 Me. 
Frequency Characteristic: See plot. 

Accuracy: See plot. 

Input Impedance: Approximately 300 ohms. 
Designed to work out of 50-ohni s^)un!e. 

Type 


Terminals: Input — General Radio Type 874 
Coaxial Connector. 

Oir^ut— Fits Alden Type HA902P 
Comiector. 

Dimensions: (Length) 4^s X (diameter) Js inches. 
Net Weight: 3ounces. 


Code Word 


Price 


AnsoN 


$27.50 


1000-P5 I V-H-F Transformer 


GENERAL RADIO COMPANY 

275 MASSACHUSETTS AVENUE 

CAMBRIDGE 39 MASSACHUSETTS 

TELEPHONE: TR owbiidge 6-4400 

BRANCH ENGINEERING OFFICES 

NEW YORK 6, NEW YORK LOS ANGELES 3S. CALIFORNIA CHICAGO S. ILLINOIS 

90 WEST STREET 1000 NORTH SEWARO STREET 920 SOUTH MICHIGAN AVENUE 

TEL.— worth S-SOIT TEL.-HOIIynooiI S 020I TEL.-WAhaih 2-3120 
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